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About This Document

Congratulations and thank you for purchasing this high quality anti-
decubitus system.
Please read these Instructions carefully before use and observe the 
safety instructions and requirements for the proper operation and 
maintenance of the device.

These Instructions for Use are intended exclusively for devices with the 

The serial number is shown on the label on the rear of the control unit 
and on the tag sewn on the mattress.

documentation. Do not pass this device to a third party without these 
Instructions for Use.

The end page of these Instructions for Use shows the current document 
edition.

The contents of the Instructions for Use can be changed by the 
manufacturer at any time without prior notice.

prevail.

prior written approval from Carilex Medical Inc.

Device 

Validity of the 
documentation

Subject to change

Translations

Copyright



2

Instructions for Use | Anti-Decubitus Air Alternating Pressure Mattress System Envelop

About This Document

If the user or/and patient occur any serious incident in relation to 

If you have any questions or concerns about the device or need 

you or your patients.

Sales and  
service
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The named groups of persons in these Instructions for Use are as 
follows.

device is used. The operator is responsible for providing a safe device 
and to instruct users properly on the operation and safe use of the 
device.

• 
• Supervise patients using the device for therapy or care purposes.

Users are fully responsible for the safe and correct use of the device. A 
review of the functions must be carried out and the proper conditions of 

use.

• Have acquired their knowledge through professional training in the 

• Carry out their activity on the basis of professional work experience 
and instructions according to safety-related regulations.

• 
In countries in which the pursuit of an activity in the medical-technical 

appropriate approvals.

for therapy or care purposes.

lay operator should contact the manufacturer or manufacturer's 

 -
System; or

 - To report unexpected operation or events.

Important Notes for Safe Use

Named groups 
of persons

1
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have been trained in the operation and the intended purpose of the 
device.

Training on how to use the device must be carried out by qualified 

with the Instructions for Use.

therapeutic or care use and if the hand over was carried out properly 

After the hand over the users are fully responsible for the safe and 
dedicated use of the device.

The maintenance and/or repair of the equipment or parts must only be 

A review of the functions must be carried out and the proper condition 

for use by patients.

guidance.

Device approval

Important Notes for Safe Use1

Obligation of 
the user
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 System

personnel or it is not operated as described in these Instructions for 
Use.

In order to comply with the regulations of accident prevention and to 

be followed when handing over the d
• 

operator.
• 

has understood the operation and use of the device for therapy or 
care purposes.

The nature of hygiene measures is determined by the use environment 
of the device.

• 

carried out on the product or parts only by appropriately qualified 
personnel who are familiar with relevant hygiene regulations.

• 
cleaning personnel may clean the device.

The Instructions for Use are an integral part of the device and must 
be stored in a place so that the safety instructions and other important 
information are accessible at any time and can reviewed by users.
Do not pass the device to a third party without these Instructions for 
Use. Using the edition version as a guide always ensures that the 
current and valid Instructions for Use document is supplied with the 
device.

Hygiene 
measures

Obligation 
to provide 

information

Important Notes for Safe Use1
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Important Notes for Safe Use1

for its intended use.

Anti-decubitus Air Alternating Pressure Mattresses System is designed 
for patients who endure pressure ulcer and potential patients who wish 
to reduce the likelihood of pressure ulcer. The device is intended to 
prevent and manage pressure ulcers by facilitating blood circulation and 
decreasing pressure of each tissue's contact area.

The intended user of this medical device is caregiver who has 
undergone user education and training and has read the instruction 
manual or a guardian who takes care of patients

• Patients who endure of all categories of pressure ulcer and potential 
patients who wish to reduce the likelihood of pressure ulcer.

• 
• 

The support system can be used on Professional Healthcare facility 
environment.

The therapeutic support surface system is indicated for the prevention 
and/or management of all categories of pressure ulcer. The use of this 

nursing of the patient.

Certain patient conditions are not suitable for using this type of device 
such as fracture of instable vertebrae and illness of instable vertebrae 

Intended purpose

placement and product use. Individual patient conditions may 
vary. 
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• 

from an appropriate clinician before use.

lying on the mattress.
The system is suitable for continuous therapy.

The device is intended to prevent and manage pressure ulcers by 
facilitating blood circulation and decreasing pressure of each tissue's 
contact area.

Always consult a physician or health professional before using the 

respectively are exclusively liable for any damage resulting from the 
unapproved use.

If existing wounds do not improve or the patient's condition changes the 
overall therapy regimen should be reviewed by the consult physicians.

• 

• 
any loose or detached small parts that may be an issue.

• Potential allergic reactions to accessible materials used in the 

• 
contact with the equipment.

Attention

1 Important Notes for Safe Use

Always consult a physician or health professional before 
using this device. The use of this system is still required the 

recommends that repositioning the patient every two hours. 

schedule should be made based upon the patient's condition. 
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Important Notes for Safe Use1
• 

provided to control the risk of strangulation and asphyxiation of the 

and using retention devices.
• 
• 

that can degrade performance or cause other problems.

• 

• 

including cables specified by the manufacturer because it could 
result in improper operation.

• 

a. Component failures or error of display numerical value. 
b. Change or failure in programmable parameters if any.
c. Initiation of any unintended operation or false audible indicator.
d. 

          mode.
• 

expected service life.

• A warning indicating that replacement by inadequately trained 

• Skin irritation due to prolonged exposure to mattress or other 
accessories.

• 
• 

performed by a Lay Operator shall be investigated by the Usability 

• 
• An identifying marking provide referring to instruction in IFU for 

battery pack intended to be changed only by service personnel using 
a tool for replacement.

• A warning indication that replacement of Li-Ion battery pack if 
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Important Notes for Safe Use1

Warranty terms 
and conditions

The supplier shall ensure the safety and correct functioning of the 

• The device is used for the intended purpose and maintained only in 
accordance with the information provided by these Instructions for 
Use.

• Only original spare parts or accessories approved by the 
Manufacturer are used.

• No structural changes are made to the device.
• Inspections and maintenance work are carried out by certified 

The safety instructions in this Instructions for Use are marked with 

if it is not avoided.

if it is not avoided.

Describes a situation that could lead to property damage if it is not 
avoided.

Means application tips and useful information.
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Important Notes for Safe Use1

Additional symbols to the safety information are those listed below

Manufacturer Country and date of 
manufacture

Catalogue Number # Model Number

Serial  Number Medical Device 

Follow Instructions for Use

Consult Instructions for Use

Declaration of Conformity to 

70°C

Lot Number 71°C

Do Not Iron

Do Not Dry Clean Cycle

Do Not Wash Hang Dry

Humidity Low and High Limits Temperature Low and High 
Limit

This Way Up

Use No Hooks

LOT
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Security Norms2

is perfectly assembled and securely fasten the mattress with the 
specific straps to the bedframe. Make sure that the straps do not 
interfere with the bed movements.

hooks and do not place any objects onto the control unit. Insert the 
power cord set into one of the two cable holders placed at each 

A single layer bed linen separates the patient from air mattress to 

The control unit extracts the air from the environment and despite its 

prevent cross-infection. 
Ascertain that the patient's weight does not exceed the weight 
allowed on the bedframe and the maximum therapeutic capacity of  
the anti-decubitus system.

service technician for examination and repair.
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Security Norms2

assistance service.

Use of the present system does not exclude repositioning and 
changes of posture of the patient wherever possible. 

The plug is used for disconnecting the device. Do not position the 

 

the Operation Manual.

 -
may pierce the air cells.

 -
dusty environment.

 - May experience potential allergic reactions to accessible 

 -
 - Skin irritation due to prolonged exposure to matress or other 

accessories.
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packaging materials are recyclable and can be separated.

• The completeness of the delivery
• The delivery status of the device

• Control unit 

                    Power cord set x 1
                    Lithium-ion battery pack x 1
                    Instruction for Use x 1 
• Mattress 

                       Coverlet x 1 

If the delivery is incomplete or the device and/or the packaging are  

• 
• 

  

       

For long-term storage the control unit should be covered with a dust 
protector.

Delivery and Storage3

Storage of the mattress
 -
 - Do not put or store with any sharp instruments or tool with 

sharp tips.
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Device and Functional Description4

The control unit generates air by compressor then the solenoid valve 
delivers the air into the mattress through air tube inside the control unit 
then pass through the air outlet. 
The mattress will perform the operation status base on the selected 
operation mode by control panel. The air tube from mattress connects to 
the air outlet to receive the air from control unit then distribute the air to 
air cell by manifold.

The control unit is used as the housing for the air source as well as 

• A control panel with buttons and lights to adjust the air system.
• Two hooks on the back to hang the control unit to a bedframe.
• 
• Two air outlets for quick coupling.
• A power cord set with a plug to connect the device into a wall socket.

The mattress consists of multiple set of air cells which work in dynamic 
or static mode to relief and redistribute pressure.

mechanism located on the right side of the mattress near the torso area. 

only.

the right side of the mattress where the manifolds starts. With a rapid 
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4 Device and Functional Description

To perform a functional test and at the initial start-up of the control unit 

• 
easily without any kinks or pressure points.

• 
• 

the control unit.
• 

on the coupling and pull.
• 

make sure all functions work normally before use.

   

Touching live parts can result in a death or serious injury by an 
electric shock. Check for damage of the plug and the main power 
cable of the control unit before connecting.

 -
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5 Features

 

In

correct setting on the control unit corresponding to the mattress system 
that is being used. 

rocker switch. 
Turn on the control unit by press Power/Standby button. After the 

 to select the proper 

 to confirm the mattress 
setting selection. 

Turn off the control unit by the power button on the panel foil and 
keep the rocker switch on. 

pressure. 

          

systems have 

Using the wrong 
setting may cause 
severe system failure 
and risk of harming 
patient. 

Transport /ransport /
Auto FirmAuto Firm

/
Auto SetAuto Set

Lock Out /Lock Out /
    Mode    Moden

AP
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Features5

will light up and the symbol in LCD will display to indicate this mode is in 
operation.

symbol in LCD will display to indicate this mode is in operation. Press 
this button again to stop this function or the system will automatically 
return to previous setting after 20 minutes.

for 1 minute and then stop for 4 minutes as a loop until the abnormality 

mute symbol will display on LCD screen. The mute function is only 

auto setting is required. Then the system will re-detect the weight of 
patient and set the suitable pressure.

lock the control panel. The lock function can also be activated any 
time by pressing this button. All buttons will be locked except the Mute/

Transport/Auto Firm button. Simply press and hold the Lock Out button 
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5 Features

be triggered to notify caregivers when the mattress has insufficient 

The system will switch to battery mode when abnormal power outages 

further power saving.

will sound 15 times in 1 minute then stop for 4 minutes as circulation 

the audible alert. 
 

Once the CPC connector of the mattress is disconnected from the air 

LCD display notify users. The users could press the mute button to turn 

  
Press the button 
side panel.
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5 Features

Main power switch of control unit

connector. 

mattress and the control unit. 

1
2

3
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5 Features

It provides additional gripping surface for user to carry the control unit. 

We recommend inspecting and cleaning this filter monthly or more 

the performance of the control unit.

Allows for access for battery replacement. Also includes socket used for 

long periods of time.

This label includes all the information for medical device and safety 
requirements.  

1

3

4

5

2
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5 Features
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increase the risk associated with pressure ulcers. Please install the 
system properly.
Put the mattress on the structure of the bedframe with the logo at the 
foot of the mattress. Fasten the mattress with the use of the straps 
ensuring that the functions and movements of the bedframe are not 
limited before proceeding to the next step.

the top of the side rails that may increase the risk associated with fall. 
Do not install the air mattress that exceeding the allowed height of the 
bedframe.

increase the risk associated with pressure ulcers. Please make the 

the skin of patient and then lead to the deep tissue injury.
Hang the control unit at the foot of the bedframe with aid of the  
hanger hooks.

control unit.
Insert the power cord set into a wall outlet and switch on the rocker  

the power cord is housed in the cable management down the side of 

power cord.

correct mattress system.

Different mattress systems have different settings. Using the wrong 
setting may cause severe system failure and risk of harming patient.

Patient hit against the bedframe/floor that may increase the risk 
associated with injury or bone fracture. Please follow the section 9.1 

Contact with damaged power cord that may increase the risk 
associated with an electric shock or burn. Please insert the power 

avoid that the power cord being trapped between the moving parts of 
the bed's side rails and then leading a damage.

6



Instructions for Use | Anti-Decubitus Air Alternating Pressure Mattress System Envelop

25

6

loading and adjust the appropiate system setting automatically.

Tucking in the coverlet too tensely significantly reduces the 

base of the mattress. 

Do not leave a patient unattended on the mattress surface with the 

the safety side rails in the up position. Make sure the safety side rails 
are high enough to properly protect the patient when the mattress is 

with the mains power cable may result. Care should be exercised 
to prevent occurrence of gaps by compression or movement of the 
mattress. Choking or serious injury may occur.

switch. Failure to do so may cause machine malfunction.

Envelop

1. Lift the side cover.
2. 

4. Switch the bolster control valve located at the relative foot end of the 
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1. Switch the bolster control valve located at the relative foot end of the 

2. 

the bolsters in place. 
4. 

located on the right side of the mattress where the manifolds starts to 

We recommend carrying out the transfer of the patient by having the 
system on Transport mode during transfer and ensure that the bed is 
well-positioned and steady.

the control unit and detach the CPC connector of the mattress from 
the air outlets of the control unit. Then insert the transport plug to CPC 

over 15 hours.

2. Unplug the power cord set from the wall outlet and the system will 

for approximately 1.5 hours for uninterrupted therapy. 

the control unit and follow Section 6.2 to resume normal operation. It is 

The Low pressure alert will be activated due to sudden loss of 

while waiting for the mattress pressure to reach the required 
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Application7

does not impede the adjustment mechanism of the bedframe.

Fix the mattress with the straps onto the bedframe.

Hang the control unit with the two hooks on to the footboard of the  

Connect the quick coupling of the mattress to the air outlet of the 

kinks or pressure points.

the system is ready for patient placement.

Carry out the positioning of the patient in accordance with the local 
patient care guidance.

• 
from the left and right mattress's sides.

• The head of the patient should rest fully on the head air cells.

Mandatory 

Fix the mattress

and caregivers. 

Loose power cord set may cause tripping and serious injury.
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Cleaning and Disinfection8
Contact with pollutant that may increase the risk associated with 

disposed according to the local or facility guidelines for handling infected 

Water has a high electrical conductivity. Contact with liquid under voltage 
can lead to a fatal electric shock. For the cleaning and disinfection 

• 
• Unplug the power cord set from the power socket.

The contact with contaminated cleaning fluids can cause infections. 
Disinfectants can contain harmful substances.
Please follow the Instructions for Use of the manufacturer of the 
disinfectant and the hygiene of the operator during the cleaning and 

• Safety glasses.
• Protective gloves.
• Mouth and nose protection.

The components of the  System are made of thermoplastic 
polymers. Solvents can spoil synthetic material and coating. Strong 
acids or alkalis can cause embrittlement.

• 
acids or alkalis.

• Do not use any abrasive cleaning materials.

Incompatible disinfectants

• 
• 

the embrittlement of thermoplastic materials.

Check electrical 
components
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Cleaning and Disinfection8

Cleaning of the 
control unit

appropriately trained cleaning personnel can carry out the cleaning of 
the device.

Turn off the control unit and unplug the power cord set from the 
socket.

washing-up liquid.

Then dry the surfaces with a clean soft cloth.

of the coverlet can be done by using any of the available disinfectants 

with water and leave to dry. Avoid detergents containing phenols or 

are dry before new use. The hygiene regulations of institution are to be 
followed in the institutional care environments.

Wipe cleaned areas with soft dry cloth.
If heavily soiled the coverlet can be washed in the washing machine 
using commercially available detergent.
Washing temperature please follow the instruction on the washing  
care label.
Dry the coverlet thoroughly after washing. Make sure that no 
moisture remains in folds or creases.
Do not put the coverlet in the dryer or near sources of heat.

Cleaning of the 
coverlet

of the control unit. Do not spray any cleaning liquid directly onto 
the control unit. 



Instructions for Use | Anti-Decubitus Air Alternating Pressure Mattress System Envelop

Disinfection 
procedure

replaced. 
Any resulting damage of the mattress caused by a spoiled coverlet will 
be not covered by the warranty.
Please follow the hygiene control regulations of your local authority.

The operator must be notified about which measures apply to the 

the institution.

Please follow the procedure required by your local health authority.

Cleaning and Disinfection8

- Do not bleach.
- Do not iron.
- Do not dry clean.

the air cells and coverlet movement may be unstable and may 
cause risk of patient injury.

Please follow the hygiene control regulations of your local 
authority.
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Care and Maintenance

each use by the operator or during use by the patients and at least once 

• Function of the keys of the control unit.
•
• Condition of the air hoses and quick coupling.
• Condition of the air cells.
• Condition of the coverlet.

depending on the usage environment may require to be changed often.
Turn off the control unit and unplug the power cord set from the  
socket.

replacement of detachable or interchangeable parts should be 

powering on.

separately during transportation to prevent the battery pack damaged 
by shock and vibration. 
The routine maintenance is required that the battery pack should be 

Consider to replace the battery pack with the new Carilex standard 

-
-
- The battery pack appearance is swell or uneven. 
-

9

The condition of the mattress and control unit should be checked 

service center for repair or replacement of damaged items.



Instructions for Use | Anti-Decubitus Air Alternating Pressure Mattress System Envelop

Troubleshooting10

working but the mattress 

across the tubes and the mattress 
manifold.

or breakages.

the tubes or the manifold if they are 
kinked or twisted. In case of cuts 

hoses.

correctly connected to the air outlets 
of control unit. coupling.

correctly closed.

into the mattress. 

from the mattress. are abnormally losing air with an 
authentic replacement part.

closed correctly.

cannot power on.

plug into the proper socket. control unit into an appropriate 
socket and turn the power on. 

properly connected to the control unit. the control unit and turn the power 
on.

not damaged. power cord set.

to the control procedures listed 
above. distributor for technical service.

If the troubleshooting procedures do not return the system to normal performance, stop 
using the system immediately and contact the authorized distributor for technical service.
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Technical Data11

Control unit 

Mattress 

Weight................................................................................................. 6kg

Material of Air Cells............................Nylon with TPU lamination material

Disposal of old electrical and electronic equipment - valid in the 

This symbol on the product or on its packaging indicates that this 

should be taken to the appropriate place of disposal for the recycling of 
electrical waste and electronic equipment.
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Technical Data11

S2003 E

S2003-2110
S2003-2170 S2003-2160

500g/24H/M2

H2

300kg 450kg

S2003-2110/17kg±2
S2003-2170/12kg±2 S2003-2160/17kg±2
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advice to be provided to the end-user.

1. Do not short-circuit a cell or battery. Do not store cells or batteries 

2. Do not remove a cell or battery from its original packaging until 
required for use.
Do not subject cells or batteries to mechanical shock.

4. 

affected area with copious amounts of water and seek medical 
advice.

5. 
within this medical device.

6. Seek medical advice immediately if a cell or battery has been 
swallowed.

7. 
Wipe the cell or battery terminals with a clean dry cloth if they 
become dirty.

9. Secondary cells and batteries need to be charged before use.
10. 

and discharge the cells or batteries several times to obtain maximum 
performance.

11. 

12. 

with the equipment.
14. Do not use any cell or battery which is not designed for use with the 

equipment.
15. 
16. Always purchase the battery recommended by the device 

manufacturer for the equipment.
17. Do not leave a battery on prolonged charge when not in use.

Use only the cell or battery in the application for which it was 
intended.

19. 
use.

20. Dispose of properly.
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Declaration of Conformity 
For EN 60601-1-2 (4.1th Ed.) 

Company Name: Carilex Medical, Inc. 

Company Address: No. 77, Keji 1st Road, Guishan District, Taoyuan City 33383, Taiwan, 
R.O.C. 

Product Name: Envelop_ Air Pump 

Model No.: SR388 

Report Number: ETC 24-03-RBO-047 

Power Supply: 1) 100-240Vac 50/60Hz 1.8-1.0A 
2) Li-Ion Battery Pack 14.4Vdc 

 
Recommended separation distances between  

portable and mobile RF communications equipment and the ME equipment 
The Envelop_ Air Pump is intended for use in an electromagnetic environment in which radiated RF disturbances are controlled. 
The customer or the user of the Envelop_ Air Pump can help prevent electromagnetic interference by maintaining a minimum 
distance between portable and mobile RF communications equipment (transmitters) and the Envelop_ Air Pump as 
recommended below, according to the maximum output power of the communications equipment. 
 
Rated maximum output power 

of transmitter 
W 

 

Separation distance according to frequency of transmitter  
m 

 
150 kHz to 80 MHz 

 

d=

1

5,3

V
P  

 
80 MHz to 800 MHz 

 

d=

1

5,3

E
P  

 
800 MHz to 2.5 GHz 

 

d=

1

7

E
P  

0.01 0.1 0.1 0.2 
0.1 0.4 0.4 0.7 
1 1.2 1.2 2.3 

10 3.7 3.7 7.4 
100 11.7 11.7 23.3 

 
Declaration – electromagnetic emissions 

The Envelop_ Air Pump is intended for use in the electromagnetic environment specified below. The customer or the user of the 
Envelop_ Air Pump should assure that it is used in such an environment. 

Emissions test Compliance Electromagnetic environment - guidance 
RF emissions 
CISPR 11 Group 1 

The Envelop_ Air Pump uses RF energy only for its internal function. Therefore, its RF 
emissions are very low and are not likely to cause any interference in nearby electronic 
equipment. 

RF emissions 
CISPR 11 

Class A 
The Envelop_ Air Pump is EMISSIQNS characteristics of this equipment make it 
suitable for use in industrial areas and hospitals (CISPR 11 class A). 

Harmonic emissions 
IEC 61000-3-2 

Class A 

Voltage fluctuations/ 
Flicker emissions 
IEC 61000-3-3 

Complies 

 

12
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Declaration – electromagnetic emissions and immunity –  
for EQUIPMENT and SYSTEMS that are use in the professional healthcare facility 

environment 
The Envelop_ Air Pump declaration – electromagnetic immunity 

The Envelop_ Air Pump system is intended for use in the electromagnetic environment specified below.  
The customer or the user of the Envelop_ Air Pump system should assure that it is used in such an environment. 

Immunity test IEC 60601 test level Compliance level Electromagnetic environment - guidance 
Conducted RF 
IEC 61000-4-6 

3 Vrms ; 6 Vrms 
150 kHz to 80 MHz 

3 Vrms ; 6 Vrms 
150 kHz to 80 MHz 

Portable and mobile RF communications equipment should be 
used no closer to any part of the EQUIPMENT or SYSTEM 
including cables, than the recommended separation distance 
calculated from the equation applicable to the frequency of the 
transmitter. 
Interference may occur in the vicinity of equipment marked 
with the following symbol. 

 

Radiated RF 
IEC 61000-4-3 

3 V/m ; 10V/m 
80 MHz – 2.7 GHz 
80% 

3V/m 
80 MHz – 2.7 GHz 
80% 

Proximity fields 
from RF wireless 
Communications 
equipment 
IEC 61000-4-3 
 

27 V/m 385 MHz 27 V/m 385 MHz 
28 V/m 450 MHz 28 V/m 450 MHz 
9 V/m 710 MHz 9 V/m 710 MHz 

745 MHz 745 MHz 
780 MHz 780 MHz 

28 V/m 810 MHz 28 V/m 810 MHz 
870 MHz 870 MHz 
930 MHz 930 MHz 

28 V/m 1720 MHz 28 V/m 1720 MHz 
1845 MHz 1845 MHz 
1970 MHz 1970 MHz 

28 V/m 2450 MHz 28 V/m 2450 MHz 
9 V/m 5240 MHz 9 V/m 5240 MHz 

5500 MHz 5500 MHz 
5785 MHz 5785 MHz 

Declaration – electromagnetic immunity 

The Envelop_ Air Pump system is intended for use in the electromagnetic environment specified below. 
The customer or the user of the Envelop_ Air Pump system should assure that it is used in such an environment. 

Immunity test IEC 60601 test level Compliance level Electromagnetic environment - guidance 

Electrostatic 
discharge (ESD) 
IEC 61000-4-2 

±8 kV contact 
±2 kV , ±4 kV , ±8 kV , ±15 kV 
air 

±8 kV contact 
±2 kV , ±4 kV , ±8 kV , ±15 kV 
air 

Floors should be wood, concrete or ceramic 
tile. If floors are covered with synthetic 
material, the relative humidity should be at 
least 30 %. 

Electrical fast 
transient/burst 
IEC 61000-4-4 

±2 kV for power supply lines 
±1 kV for input/output lines ±2 kV for power supply lines 

Mains power quality should be that of 
professional healthcare facility or home 
healthcare environment. 

Surge  
IEC 61000-4-5 

±0.5 kV 
±1 kV differential mode 
±2 kV common mode 

±0.5 kV 
±1 kV differential mode 
±2 kV common mode 

Mains power quality should be that of 
professional healthcare facility or home 
healthcare environment. 

Voltage dips, 
short 
interruptions and 
voltage 
variations on 
power supply 
input lines 
IEC 61000-4-11 

0 % UT ; 0 , 5 cycle 
At 0o , 45o , 90o , 135o , 180o , 
225o , 270o and 315o 

0 % UT ; 1 cycle 
and 
70 % UT ; 25/30 cycle 
Single phase: at 0o 

0 % UT ; 0 , 5 cycle 
At 0o , 45o , 90o , 135o , 180o , 
225o , 270o and 315o 

0 % UT ; 1 cycle 
and 
70 % UT ; 25/30 cycle 
Single phase: at 0o 

Mains power quality should be that of 
professional healthcare facility or home 
healthcare environment. 
If the user of the EQUIPMENT or SYSTEM 
requires continued operation during power 
mains interruptions, it is recommended that 
the EQUIPMENT or SYSTEM be powered 
from an uninterruptible power supply or a 
battery. 

Power frequency 
(50/60 Hz) 
magnetic field 
IEC 61000-4-8 

30 A/m 30 A/m 

Power frequency magnetic fields should be at 
levels characteristic of a typical location in 
professional healthcare facility or home 
healthcare environment. 

Proximity 
Magnetic Field 
IEC 61000-4-39 

30 kHz (8 A/m) 
134.2 kHz (65 A/m) 
13.56 MHz (7.5 A/m) 

30 kHz (8 A/m) 
134.2 kHz (65 A/m) 
13.56 MHz (7.5 A/m) 

Proximity magnetic fields quality should be 
that of professional healthcare facility or 
home healthcare environment. 
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